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Uni sys
DATE: January 08, 1999 PPM-99-002
TO: S Hull/562

FROM: K. Sahu/S. Kniffin/300.1
SUBJECT: Radiation Report on LF147 (National Semiconductor) (LDC 9803)
PROJECT: IRAC

cc. R. Williamg/722.0, R. Reed/562, A. Sharma/562, OFA Library/300.1

A radiation evaluation was performed on AD780 (M 38510/11906BCA) Wide Bandwidth Quad JFET Input Op
Amps (National Semiconductor) to determine the total ionizing dose (TID) tolerance of these parts. The TID
testing was performed using a Co™ gamma ray source. During the radiation testing, eight parts were irradiated at
the effective dose rate of 83Rads/hr (0.02R/s) and four more parts were irradiated at the effective dose rate of
15Rads/hr (0.004R/s). (See Figure 1 for bias configuration.) Two parts were used as control samples. The TID
radiation levelswere 2.5, 5.0, 7.5, 10.0, 15.0, 20.0, 30.0, and 50.0kRads at the higher dose rate and 2.5, 5.0, 7.5, and
10.0kRads for the lower dose rate! See Table IIA and 11B for the radiation schedules and effective dose rate
caculations. At the higher dose rate, the parts were annealed under bias for 72 hours at 25°C after the 5.0kRad
irradiation and for 168 hours at 25°C after the 50kRad irradiation. At the lower dose rate, the parts were annealed
under bias for 168 hours at 25°C after the 10kRad irradiation.? After each radiation exposure and annealing
treatment, parts were electrically tested according to the test conditions and the specification limits® listed in Table
[l.

An executive summary of the test results is provided below in bold, followed by a detailed summary of the test
results after each radiation level and annealing step. For detailed information, refer to Tables | through 1V and
Figure 1.

Under the higher dose rate (0.02R/s), all parts passed all electrical tests initially and up to 2.5kRads. After
5kRads the parts showed excessive degradation in all parameters (including Ibias, Slew Rate, PSRR, etc.).
After annealing the parts for 72 hours at 25°C, all parts recovered to within specification limits on all tests.
Also, the parts passed all tests from 7.5 to 50kRads. All parts showed no significant change after annealing
for 168 hoursat 25°C.

The excessive degradation at 5kRads was rather surprising since no degradation occurred at higher total
doses up to 50kRads. Therefore, thistesting was followed by the testing of four more samples at a lower dose
rate (0.004R/s) to deter mine the suitability of these partsfor use in the space environment. Under lower dose
ratetesting, all parts passed all electrical testsinitially and upon irradiation to 10kRads. All parts showed no
significant change in any parameter after annealing for 168 hoursat 25°C.

Initial eectrical measurements were made on 10 samples. Eight samples (SN's 7, 8, 9, 10, 11, 12, 13, and 14) were
used as radiation samples at the higher dose rate and four samples (SN's 380, 381, 382, and 383) were used at the
lower dose rate while SN's 5 and 6 were used as control samples. All parts passed al tests during initial electrical
measurements.

Higher Dose Rate Test Results (0.02R/s)

! Theterm Rads, as used in this document, means Rads (silicon). All radiation levels cited are cumulative.,

2 The temperature 25°C as used in this document implies room temperature.

% These are manufacturer’s pre-irradiation data specification limits. The manufacturer provided no post-irradiation
limits at the time these tests were performed.



Unisys Federal Systems http://flick.gsfc.nasa.gov/radhome/tid/PPM-99-002. pdf

All parts passed al tests up to 2.5kRads.

After the 5.0kRad irradiation, all partsfell outside the specification limits for all tests.

After annealing the partsfor 72 hours at 25°C, the parts recovered to within the specification limitson all tests.
All parts passed al tests from 7.5kRads to 50.0kRads.

After annealing the parts for 168 hours at 25°C, the parts showed no significant change in any parameter.
Lower Dose Rate Test Results (0.004R/s)

This lower dose rate testing was performed to ensure that the failures seen at 5kRads under the higher dose rate of
0.02R/s did not occur at the lower dose rate of the space environment.

All parts passed all tests up to 10kRads.
After annealing the parts for 168 hours at 25°C, the parts showed no significant change in any parameter.

Table IV provides a summary of the test results with the mean and standard deviation values for each parameter
after each irradiation exposure and annealing step.

Any further details about this evaluation can be obtained upon request. If you have any questions, please call us at
(301) 731-8954.

ADVISORY ON THE USE OF THIS DOCUMENT

The information contained in this document has been developed soldly for the
purpose of providing general guidance to employees of the Goddard Space
Hight Center (GSFC). This document may be distributed outside GSFC only as
a courtesy to other government agencies and contractors. Any distribution of
this document, or application or use of the information contained herein, is
expressly conditional upon, and is subject to, the following understandings and
limitations:

(a) The information was developed for general guidance only and is subject to
change at any time;

(b) The information was developed under unique GSFC laboratory conditions
which may differ substantially from outside conditions;

(c) GSFC does not warrant the accuracy of the information when applied or used
under other than unique GSFC laboratory conditions;

(d) The information should not be construed as a representation of product
performance by either GSFC or the manufacturer;

(e) Neither the United States government nor any person acting on behalf of the
United States government assumes any liability resulting from the application or
use of the information.
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Figure 1. Radiation Bias Circuit for LF147
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Notes:

1. +V¢ee=+15.0V £0.5V, -Vc =-15.0V £0.5V, V |y = +1.0V £0.1V.
2.  All R=10kW 5%, VaW.

3. All C=0.01nf, 50VDC.
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TABLE I. Part Information

Generic Part Number:

IRAC Part Number:

Charge Number:

Manufacturer:

Lot Date Code (LDC):

Quantity Tested:

Serial Number of Control Samples:
Serial Numbers of Radiation Samples:
Part Function:

Part Technology:

Package Style:

Test Equipment:

Test Engineer:

LF147

LF147 (M38510/11906BCA)

M88552

National Semiconductor

9803

14

56

7,8,9, 10, 11, 12, 13, 14 (HDR), 380, 381, 382, 383 (LDR)
Wide Bandwidth Quad JFET Input Op Amps
JFET

14 Pin DIP

A540

A. Duvalsaint

The manufacturer for this part guaranteed no radiation tolerance/hardness.
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TABLE IIA. Radiation Schedule for LF147 (Higher Dose Rate)

BV EN T e DATE

1) INITIAL ELECTRICAL MEASUREMENTS ... .coiiiiiiiieiti ettt 10/29/98
2) 2.5 KRAD IRRADIATION (0.147 KRADS/HOUR) .....coiiiiiiiiiiiieiie st 10/29/98
POST-2.5 KRAD ELECTRICAL MEASUREMENT ...ttt 10/30/98
3) 5.0 KRAD IRRADIATION (0.039 KRADS/HOUR) ......ocuiiiiiiiiiiiiiie it 10/30/98
POST-5.0 KRAD ELECTRICAL MEASUREMENT ...ttt 11/02/98
4) 72 HOUR ANNEALING @25°C......ceeitiitieitieite ettt ettt ettt ettt be bbb n e ne s ne e ne s ne e 11/02/98
POST-72 HOUR ANNEAL ELECTRICAL MEASUREMENT .....ccoiiiiiiii e 11/05/98
5) 7.5 KRAD IRRADIATION (0.084 KRADS/HOUR) ......cccutiiiiiiiiiiiie it 11/05/98
POST-7.5 KRAD ELECTRICAL MEASUREMENT ...ttt 11/09/98
6) 10.0 KRAD IRRADIATION (0.031 KRADS/HOURY) ......cctiiiiiiiiiiiiieiie sttt 11/09/98
POST-10.0 KRAD ELECTRICAL MEASUREMENT ......ooiiiiiiiiiiiie e 11/12/98
7) 15.0 KRAD IRRADIATION (0.056 KRADS/HOURY) .......coiiiiiiiiiiiiiiniee sttt 11/12/98
POST-15.0 KRAD ELECTRICAL MEASUREMENT ......ooiiiiiiiiiii e 11/16/98
8) 20.0 KRAD IRRADIATION (0.125 KRADS/HOURY) .......coiiiiiiiiiiiieiie sttt 11/16/98
POST-20.0 KRAD ELECTRICAL MEASUREMENT ......ooiiiiiiiiiiiie e 11/18/98
9) 30.0 KRAD IRRADIATION (0.250 KRADS/HOURY) .......coiiiiiiiiiiiiiiiie st 11/18/98
POST-30.0 KRAD ELECTRICAL MEASUREMENT ......ooiiiiiiiiiiii e 11/20/98
10) 50.0 KRAD IRRADIATION (0.307 KRADS/HOUR)........coiiiiuiiiieinieenieesieesiee st siee e siee s 11/20/98
POST-50.0 KRAD ELECTRICAL MEASUREMENT ......ooiiiiiiiiiiie e 11/23/98
11) 168 HOUR ANNEALING @25°C......ccueeiueiitieitiesiiesieesteestee st st st st sbeesnesssessseesaessseesneesseesneesneesnnesneas 11/23/98
POST-168 HOUR ANNEAL ELECTRICAL MEASUREMENT .....ooiiiiiiiic e 11/30/98

Effective Dose Rate = 50,000 RADS/25 DAY S=83.3 RADS'HOUR=0.02 RADS/SEC
The effective dose rate is lower than that of theindividual radiation steps asit takes into account the interim
annealing step and time needed to test the parts.

PARTS WERE IRRADIATED AND ANNEALED UNDER BIAS, SEE FIGURE 1.
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TABLE |IB. Radiation Schedule for LF147 (Lower Dose Rate)

BV EN T e DATE

1) INITIAL ELECTRICAL MEASUREMENTS ... .coiiiiiiiieiti ettt 10/29/98
2) 2.5 KRAD IRRADIATION (0.015 KRADS/HOUR) .....cooiiiiiiiiiiieiie st 11/09/98
POST-2.5 KRAD ELECTRICAL MEASUREMENT ...ttt 11/16/98
3) 5.0 KRAD IRRADIATION (0.015 KRADS/HOUR) ......oiviiiiiiiiiiieiie st 11/16/98
POST-5.0 KRAD ELECTRICAL MEASUREMENT ...ttt 11/23/98
4) 7.5 KRAD IRRADIATION (0.015 KRADS/HOUR) ......ccciiitieiieiienieeie ettt 11/23/98
POST-7.5 KRAD ELECTRICAL MEASUREMENT ...ttt 11/30/98
5) 10.0 KRAD IRRADIATION (0.015 KRADS/HOUR) .......coiiiiiiiiiiiiieiie st 11/30/98
POST-10.0 KRAD ELECTRICAL MEASUREMENT ......ooiiiiiiiiiiiie e 12/07/98
6) 168 HOUR ANNEALING @25°C.....cueiiueiiieeiieiiieeiiee sttt s sne e 12/07/98
POST-168 HOUR ANNEAL ELECTRICAL MEASUREMENT .....ooiiiiiiii e 12/14/98

Effective Dose Rate = 10,000 RADS/28 DAY S=14.9 RADSHOUR=0.004 RADS/SEC

PARTS WERE IRRADIATED AND ANNEALED UNDER BIAS, SEE FIGURE 1.
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Tablelll. Electrical Characteristics of LF147 /1

Test Spec. Lim.
# Par ameter Units Test Conditions min max
1 +ldd mMA|Vce = +15V 0 14
2 -ldd MA|Vce =-15V -14 0
3-6 Voh 2k V|Vce = +15V, R, = 2kW 10.0
7-10 Vol 2k V|[Vcee =-15V, R = 2kW -10.0
11-14  [Voh_10k V|Vce = +15V, R = 10kW 12.0
15-18 |Vol_10k V|Vee =-15V, R = 10kW -12.0
19-22 |Vio mV|Vce =215V, Vey =11V -5.0 5.0
23,26,29,32 |+l bias PA|Vce =45V, Ve = +11V -200 1200
24,27,30,33 |-lbias pA|Vce =-5V, Veu = +11V -200 1200
25,28,31,34 |+lio PA(Vce =5V, Vey = 0V -200 200
35-38 |Avs 2k VImV|V¢ee = +15V, R = 2kW, Vg1 =210V 50
39-42 PSRR dB|+Vcc = +20V, -Vc = -15V 80
43-46  |PSRR dB|+Vcc = +15V, Ve = -20V 80
47-50 |CMRR dB|Vce =415V, Ve = +11V or -11V 80
51,53,55,57 |+Slew Rate V/Ins|Vee = 215V 7.0
52,54,56,58 |-Slew Rate V/Ins|Vee = 215V 7.0

Notes:

1/ These are the manufacturer’s non-irradiated data sheet specification limits. The manufacturer provided no post-
irradiation limits at the time the tests were performed.
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TABLE IVa: Summary of Electrical M easurements after Total Dose Exposur esand Annealing for LF147 /1
Dose Rate = 0.02R(Si)/s

Total Dose Exposure (kRads S) Annealing Total Dose Exposure (kRads S) Annealing
Initial 25 5.0 72 hours 75 10.0 15.0 20.0 30.0 50.0 168 hours
Test Spec. Lim. /2 @25°C @25°C
# Parameters Units  min max | mean < mean < mean < mean < mean < mean < mean < mean < mean < mean < mean <
1 +ldd mA| 0 14.0 8.6 0 8.6 0 50 0 85 0 85 0 85 0 85 0 85 0 85 0 8.4 0 8.4 0
2 -ldd mA| -14.0 0 -8.6 0 -8.6 0 -68 1 -8.6 0 85 0 -85 0 -85 0 -85 0 -85 0 -85 0 -84 0
3-6 Voh_2k V| 10.0 13.9 0 13.9 0 0 0 13.8 0 13.8 0 13.8 0 13.8 0 13.8 0 13.8 0 13.8 0 13.8 0
7-10 Vol_2k \Y -10.0 | -12.8 0 -12.8 0 -0.8 0 -12.8 0 -12.8 0 -12.8 0 -12.8 0 -12.8 0 -12.8 0 -12.8 0 -13.8 0
11-14  |Voh_10k V| 12.0 14.1 0 14.1 0 -2.7 0 14.1 0 14.1 0 14.1 0 14.1 0 14.1 0 14.1 0 14.1 0 14.1 0
15-18  |Vol_10k \ -12.0 | -13.2 0 -13.2 0 -2.7 0 -13.2 0 -13.2 0 -13.2 0 -13.2 0 -13.2 0 -13.2 0 -13.2 0 -13.2 0
19-22  |Vio mV| -5.0 5.0 0.2 0.1 0.2 0.1 -6.4 0 0.2 0.1 0.2 0.1 0.2 0.2 0.2 0.1 0.2 0.1 0.2 0.1 0.2 0.2 0.2 0.1
23,26,29,32 |+l bias pA| -200 | 1200 92 3 107 3 >2719 76 3 212 3 74 3 123 4 103 3 183 3 249 6 203 5)
24,27,30,33 |-lbias pA| -200 | 1200 141 3 147 2 >2822 116 3 98 3 122 2 135 4 162 3 158 3 294 5) 190 6
25,28,31,34 | +lio pA| -200 200 -121 1 -73 1 -106 -99 1 153 1 -96 1 79 1 -79 1 146 1 -186 1 63 1
35-38  |Avs 2k V/imV| 50 61 2 60 1 31 0 60 1 60 2 60 2 60 2 60 2 60 2 60 1 59 1
39-42  |PSRR dB| 80 111 1 112 2 3/ 112 1 113 2 113 2 113 2 113 2 114 2 113 2 112 2
43-46 |PSRR dB| 80 109 9 106 6 3/ 101 6 99 2 99 2 99 2 103 4 101 3 104 5) 102 3
47-50 |CMRR dB| 80 98 5) 101 6 77 0 100 8 98 5) 98 5) 98 5) 101 8 100 6 100 6 99 5)
51,53,55,57 |+Slew Rate VI?s| 7.0 10.5 0.1 10.5 0.2 4787 | 290 104 0.2 10.3 0.2 10.3 0.2 10.3 0.2 10.3 0.2 10.2 0.2 9.8 0.2 9.9 0.3
52,54,56,58 |-Slew Rate VI?s| 7.0 136 0.2 136 0.2 5016 | 325 136 0.2 136 0.2 136 0.2 136 0.2 13.6 0.2 13.6 0.2 13.6 0.2 13.6 0.2
Notes:
1 The mean and standard deviation values were calculated over the eight partsirradiated in thistesting. The control samples remained constant throughout testing and are not included in this table.
2/ These are manufacturer's pre-irradiation data sheet specification limits. No post-irradiation limits were provided by the manufacturer at the time the tests were performed.
3/ No reliable measurement was possible for this parameter at thislevel.
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TABLE IVb: Summary of Electrical M easurements after Total Dose Exposuresand Annealing for LF147 /1
Dose Rate = 0.004R(Si)/s

Total Dose Exposur e (kRads Si) Annealing
Initial 25 5.0 7.5 10.0 168 hours
Test Spec. Lim. /2 @25°C
# Parameters Units min max mean sd mean sd mean sd mean sd mean sd mean sd
1 +ldd mA| O 14.0 8.6 0.1 8.6 0.1 8.6 0.1 8.5 0.1 8.5 0.1 8.6 0.1
2 -ldd mA| -14.0 0 -8.6 0.1 -8.6 0.1 -8.6 0.1 -85 0.1 -85 0.1 -8.6 0.1
3-6 Voh_2k V| 10.0 13.8 0 13.8 0 13.8 0 13.8 0 13.8 0 13.8 0
7-10 Vol_2k \% -10.0 -12.8 0 -12.8 0 -12.8 0 -12.8 0 -12.8 0 -12.8 0
11-14  |Voh_10k V| 12.0 14.1 0 14.1 0 14.1 0 14.1 0 14.1 0 14.1 0
15-18 |Vol_10k \% -12.0 -13.2 0 -13.2 0 -13.2 0 -13.2 0 -13.2 0 -13.2 0
19-22 |Vio mV| -5.0 5.0 0.3 0.2 0.2 0.2 0.2 0.2 0.2 0.2 0.2 0.2 0.2 0.2
23,26,29,32 | +Ibias pA| -200 | 1200 71 3 108 4 128 3 98 4 98 4 84 3
24,27,30,33|-1bias pA| -200 | 1200 112 2 119 2 174 3 70 2 70 2 118 2
25,28,31,34 |+lio pA| -200 200 -99 1 -78 1 -161 6 56 1 56 1 -101 1
35-38  |Avs 2k V/mV| 50 60 1 59 1 59 1 61 1 61 1 60 2
39-42 PSRR dB| 80 110 6 109 7 115 3 110 6 111 6 109 6
43-46  |PSRR dB| 80 105 7 99 2 99 2 109 9 109 9 108 7
47-50 |CMRR dB| 80 96 3 98 7 101 7 102 9 102 9 101 8
51,53,55,57 [+Slew Rate VI?s| 7.0 10.4 0.1 10.2 0.1 10.4 0.1 9.8 0.1 9.8 0.1 9.8 0.1
52,54,56,58 |-Slew Rate V/[?s| 7.0 135 0.2 134 0.3 135 0.2 13.6 0.3 13.6 0.2 135 0.2
Notes:
v The mean and standard deviation values were calculated over the four partsirradiated in thistesting. The control samples remained constant throughout

testing and are not included in thistable.
2/ These are manufacturer's pre-irradiation data sheet specification limits. No post-irradiation limits were provided by the manufacturer at the time the tests
were performed.

Radiation senditive parameter: None.



